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(57) ABSTRACT

An electrosurgery system includes a catheter including one or
more active electrodes adapted to be positioned adjacent bio-
logical tissue at an in vivo treatment site in a patient and to
deliver electrical energy to the biological tissue. The electro-
surgery system further includes a dispersive electrode assem-
bly including a conductive element having a first end and a
second end. The dispersive electrode assembly is configured
to surround a waist of the patient such that a first surface of the
conductive element is in contact with the waist and the first
end of the conductive element is adjacent the second end of
the conductive element.
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1
DISPERSIVE BELT FOR AN ABLATION
SYSTEM

CROSS-REFERENCE TO RELATED
APPLICATION

This application claims priority to Provisional Application
No. 61/501,580, filed Jun. 27, 2011, which is herein incorpo-
rated by reference in its entirety.

TECHNICAL FIELD

The present invention relates to medical devices. More
specifically, the invention relates to a dispersive belt in a
system for ablating or otherwise treating tissue using electri-
cal energy.

BACKGROUND

Thermal energy may be employed to ablate or otherwise
treat tissue. The thermal energy may have a variety of forms,
including radio frequency energy, microwave electromag-
netic energy, laser energy, acoustic energy, or thermal con-
duction.

Radio frequency (RF) ablation may be used to treat patients
with tissue anomalies. For example, cardiac ablation treat-
ments involve the use of heat or freezing to create lesions in
tissue to restore normal functioning of electrical activity near
the tissue. Generally, cardiac ablation involves introducing a
catheter into the heart where a therapeutic procedure can be
carried out on abnormal heart tissue. RF ablation catheters
employ electrodes at a distal end that can transfer RF or
microwave electromagnetic energy to heart tissue. Catheter
ablation may be used to treat atrial fibrillation and other types
of heart rhythm disorders. RF ablation may also be used to
treat other organs or tissue anomalies, such as cancer.

RF ablation devices generally direct electrical current from
the active electrode on the catheter through the patient’s body
to a dispersive electrode that is externally attached to a loca-
tion on the patient. The dispersive electrode, sometimes
referred to as a neutral electrode, return electrode, or ground
pad, provides a contact for RF signals to flow through the
patient, where the current is dispersed to provide low current
density through the dispersive electrode. The dispersive elec-
trode may also provide a reference node for RF filters in the
ablation system to reduce the effects of the RF energy on
electrogram quality.

SUMMARY

Discussed herein is a dispersive electrode belt for use in a
system for ablating or otherwise treating tissue using electri-
cal energy, as well as electrosurgery systems including the
dispersive electrode belt.

In Example 1, an electrosurgery system includes a catheter
and a dispersive electrode assembly. The catheter includes
one or more active electrodes adapted to be positioned adja-
cent biological tissue at an in vivo treatment site in a patient
and to deliver electrical energy to the biological tissue. The
dispersive electrode assembly includes a conductive element
having a first end and a second end. The dispersive electrode
assembly is configured to surround a waist of the patient such
that a first surface of the conductive element is in contact with
the waist and the first end of the conductive element is adja-
cent the second end of the conductive element.

In Example 2, the electrosurgery system according to
Example 1, wherein the conductive element comprises first
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and second sides extending between the first end and second
end, and wherein the first side is more proximate the one or
more active electrodes than the second side.

In Example 3, the electrosurgery system according to
either Example 1 or 2, wherein a distance between the one or
more active electrodes and the first side of the dispersive
electrode assembly is at least about 10 cm.

In Example 4, the electrosurgery system according to any
of Examples 1-3, wherein a width of the conductive element
between the first and second sides is between about 5 cm and
about 50 cm.

In Example 5, the electrosurgery system according to any
of Examples 1-4, wherein a length of the conductive element
extends between the first and second sides, and wherein the
length of the conductive element is at least about ten times
greater than the width of the conductive element.

In Example 6, the electrosurgery system according to any
of Examples 1-5, wherein the dispersive electrode assembly
comprises a non-conductive structure coupled to a second
surface of the conductive element to support the conductive
element.

In Example 7, the electrosurgery system according to any
of Examples 1-6, wherein the dispersive electrode assembly
comprises a fastening mechanism to secure the dispersive
electrode assembly around the waist.

In Example 8, the electrosurgery system according to any
of Examples 1-7, wherein the fastening mechanism com-
prises a hook and loop fastener.

In Example 9, a dispersive electrode assembly for use in an
electrosurgery system includes a conductive element having a
first end and a second end. The conductive element is config-
ured to surround a waist of a patient such that a first surface of
the conductive element is in contact with the waist and the
first end of the conductive element is adjacent the second end
of'the conductive element. The dispersive electrode assembly
also includes a non-conductive structure coupled to a second
surface of the conductive element to support the conductive
element and secure the conductive element to the patient’s
waist.

In Example 10, the dispersive electrode assembly accord-
ing to Example 9, wherein the conductive element comprises
first and second sides extending between the first end and
second end.

In Example 11, the dispersive electrode assembly accord-
ing to either Example 9 or 10, wherein a width of the conduc-
tive element between the first and second sides is between
about 5 cm and about 50 cm.

In Example 12, the dispersive electrode assembly accord-
ing to any of Examples 9-11, wherein the dispersive electrode
assembly comprises a fastening mechanism to secure the
dispersive electrode assembly around the anatomical feature.

In Example 13, the dispersive electrode assembly accord-
ing to any of Examples 9-12, wherein the fastening mecha-
nism comprises a hook and loop fastener.

In Example 14, the dispersive electrode assembly accord-
ing to any of Examples 9-13, wherein the conductive element
comprises a malleable material selected from the group con-
sisting of aluminum copper, silver, silver chloride, gold, and
alloys thereof.

In Example 15, an electrosurgery system includes an
energy source, a catheter, and a dispersive electrode assem-
bly. The catheter is electrically connectable to the energy
source and includes one or more active electrodes adapted to
be positioned adjacent biological tissue at an in vivo treat-
ment site in a patient and to deliver electrical energy from the
energy source to the biological tissue. The dispersive elec-
trode assembly includes a conductive element having a first
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end and a second end and is connectable to the energy source
as a dispersive electrode. The dispersive electrode assembly
is configured to surround a waist of the patient such that a first
surface of the conductive element is in contact with the waist
and the first end of the conductive element is adjacent the
second end of the conductive element.

In Example 16, the electrosurgery system according to
Example 15, wherein the conductive element comprises first
and second sides extending between the first end and second
end, and wherein the first side is more proximate the one or
more active electrodes than the second side.

In Example 17, the electrosurgery system according to
Example 15 or 16, wherein a width of the conductive element
between the first and second sides is between about 5 cm and
about 50 cm.

In Example 18, the electrosurgery system according to any
of Examples 15-17, wherein a length of the conductive ele-
ment extends between the first and second sides, and wherein
the length of the conductive element is at least about ten times
greater than the width of the conductive element.

In Example 19, the electrosurgery system according to any
of Examples 15-18, wherein the dispersive electrode assem-
bly comprises a non-conductive structure coupled to a second
surface of the conductive element to support the conductive
element.

In Example 20, the electrosurgery system according to any
of Examples 15-19, wherein the dispersive electrode assem-
bly comprises a fastening mechanism to secure the dispersive
electrode assembly around the waist.

While multiple embodiments are disclosed, still other
embodiments of the present invention will become apparent
to those skilled in the art from the following detailed descrip-
tion, which shows and describes illustrative embodiments of
the invention. Accordingly, the drawings and detailed
description are to be regarded as illustrative in nature and not
restrictive.

BRIEF DESCRIPTION OF THE DRAWINGS

FIG. 1 shows an embodiment of an electrosurgery system
including a dispersive electrode configured to surround a
patient’s waist.

FIG. 2A is a plan view of an embodiment of a dispersive
electrode for use in the electrosurgery system of FIG. 1 in a
disengaged configuration.

FIG. 2B is a plan view of an embodiment of the dispersive
electrode of FIG. 2A in an engaged configuration.

While the invention is amenable to various modifications
and alternative forms, specific embodiments have been
shown by way of example in the drawings and are described
in detail below. The intention, however, is not to limit the
invention to the particular embodiments described. On the
contrary, the invention is intended to cover all modifications,
equivalents, and alternatives falling within the scope of the
invention as defined by the appended claims.

DETAILED DESCRIPTION

FIG. 1 shows an embodiment of an electrosurgery system
10 for use in electrotherapy (e.g., ablation) of a biological site.
In the embodiment shown, the biological site treated with the
electrosurgery system 10 is a heart H of a patient P. While the
following embodiments are described with reference to elec-
trosurgical procedures of the heart H, the electrosurgery sys-
tem 10 may alternatively be used to conduct electrosurgery on
other biological sites or to treat diseases (e.g., cancer).
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The electrosurgery system 10 includes a catheter system
14, a power control system 16, a dispersive electrode 20, an
electrophysiological (EP) monitoring system 22, and a com-
puter 24. The catheter system 14 provides current supplied by
the power control system 16 to the heart H. In some embodi-
ments, the power control system 16 supplies radio frequency
(RF) current. The dispersive electrode 20, which will be
described in more detail below, surrounds the waist W of the
patient P and provides a path for RF current to flow between
the active electrodes in the catheter system 14 and the power
control system 16. The EP monitoring system 22 collects and
displays electrograms (EGMs) from within the biological
site, and the computer 24 displays, collects, and logs ablation
data.

The catheter system 14 includes a handle 30 and a steerable
catheter shaft 32 having a distal portion 34 that is configured
to be introduced percutaneously into or adjacent to the heart
H. The distal portion 34 of the catheter system 14 includes an
electrode assembly 36 of one or more active electrodes. In
some embodiments, the electrode assembly 36 includes a
plurality of electrodes arranged in a substantially linear array
along the distal portion of the catheter shaft 32. The electrodes
may be arranged to include an electrically non-conductive
space between adjacent electrodes. In some embodiments,
the electrodes are band electrodes that wrap around the distal
portion 34 of the catheter system 14. The catheter system 14
connects to the power control system 16 at a catheter interface
38.

The electrodes of the electrode assembly 36 may be formed
of'a material having a significantly higher thermal conductiv-
ity than that of the biological tissue to be ablated. Exemplary
materials that may be suitable for the electrodes include, but
are not limited to, silver, gold, chromium, aluminum, molyb-
denum, tungsten, nickel, platinum, platinum iridium, and
alloys thereof. Because of the difference in thermal conduc-
tivity between the electrodes and the tissue, the electrodes
cool off more rapidly in the flowing fluids at the biological
site. In some embodiments, the electrodes are sized so that the
surface area available for contact with fluid in the heart H (i.e.,
blood) is sufficient to allow for sufficient heat dissipation
from the electrodes to the surrounding blood.

The electrode assembly 36 may also include one or more
temperature sensors for monitoring the temperature of the
electrode assembly 36. In some embodiments, each electrode
in the electrode assembly 36 has a temperature sensor asso-
ciated with it. Each temperature sensor provides a tempera-
ture signal to the processor 42 that is indicative of the tem-
perature of the associated electrode. In other embodiments,
some or all of the temperature sensors are associated with two
or more electrodes.

It should be noted that the electrosurgery system 10 is not
necessarily limited to the catheter system 14, and other
devices that are capable of delivering RF energy may alter-
natively be employed in the electrosurgery system 10. In
addition, other types of medical devices may also be used that
are configured to deliver ultrasound energy, microwave
energy, and/or other forms of energy for the purpose of elec-
trosurgery.

The power control system 16 includes a power generator
40 that may include any number of output channels for pro-
viding power to the electrodes of the electrode assembly 36.
The operation of the power generator 40 is controlled by a
processor 42, which provides control signals to the power
generator 40 via a communication conduit 44. The power
control system 16 may also include a display 46 to display
information relating to the operation of the power control
system 16. For example, the display 46 may provide infor-
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mation relating to validation and troubleshooting set-up of the
electrosurgery system 10, as described in U.S. Pat. No. 6,796,
980, which is hereby incorporated by reference in its entirety
for all purposes.

The processor 42 monitors the power provided by the
power generator 40 through signals provided to the processor
42 via the communication conduit 44. In some embodiments,
the processor 42 also monitors the temperatures of the elec-
trodes within the electrode assembly 36 through signals pro-
vided by the power generator 40 via the communication con-
duit 44. Based on the monitored power and temperature, the
processor 42 may adjust the power supplied by the power
generator 36 to the electrodes. In some embodiments, power
control methods that may be used in conjunction with the
power control system 16 is described are disclosed in U.S.
Pat. Nos. 6,050,994, 6,059,778, and 6,171,305, each of which
is hereby incorporated by reference in its entirety for all
purposes.

The EP monitoring system 22 connects to the power con-
trol system 16 via an EP monitoring system interface 48. The
EP monitoring system interface 48 receives signals from the
catheter system 14 via the catheter interface 38. The EP
monitoring system 22 collects and displays EGMs from
within the heart H through the electrode assembly 36 at the
distal portion 34 of the catheter shaft 32. The EP monitoring
system 22 breaks the signals received from the electrode
assembly 36 into individual EGM signals for each electrode.
The EGMs from the electrodes may be filtered and provided
to a recorder in the EP monitoring system 22 where they are
displayed for analysis (e.g., on the computer 24 or display
46). For a multi-electrode system, each electrode may be
individually displayed. In an alternative embodiment, the
electrode signals are filtered by the power control system 16
before being provided to the EP monitoring system 22.

The computer 24 connects to the computer interface 50 on
the power control system 16 through a data connection 52.
The data connection 52 may be connected to a data port 54,
such as a RS232 port or other serial port, on the computer 24.
The processor 42 outputs ablation data, including electrode
temperature, power output voltage, and current measure-
ments, to the computer 24 over the data connection 52. The
computer 24 may then log the ablation data for subsequent
review and analysis. The data may also be displayed by the
computer 24.

Dispersive electrodes are used in electrosurgery, such as
RF ablation, to complete the electrical circuit path from the
electrode assembly 36 through the patient P. Many electro-
surgery procedures employ high currents (e.g., greater than 1
A) constantly for an extended period of time (e.g., greater
than ten minutes). The total energy that is thus dissipated by
the dispersive electrode(s) is large, which can lead to heating
of the dispersive electrode over the course of electrosurgery
procedure. The dispersive electrode 20 in the electrosurgery
system 10 is configured to prevent or reduce heating in the
dispersive electrode 20 during electrosurgery procedures.

The dispersive electrode 20 is configured to surround the
waist W of the patient P. That is, a first end of the dispersive
electrode 20 couples to the patient P, and wraps around the
patient’s waist W such that a second end of the dispersive
electrode 20 is adjacent to the first end. The end regions of the
dispersive electrode 20 may overlap when the dispersive elec-
trode 20 is secured to the patient. In some embodiments, the
dispersive electrode 20 is configured as a belt for securing to
the patient P. In alternative embodiments, the dispersive elec-
trode 20 is configured to wrap around other anatomical fea-
tures. When secured to the patient P, the dispersive electrode
20 allows fluoroscopy methods to be employed to facilitate
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6

positioning of the electrode assembly 36, since the dispersive
electrode 20 does not interfere with imaging near the heart H.

The dispersive electrode 20 includes one or more conduc-
tors that couple to a dispersive electrode interface 60 on the
power control system 16 via a conductor 62. The one or more
conductors are secured against the patient, and a gel may be
employed to improve conductive contact between the one or
more conductors and the patient P. The dispersive electrode
20 provides a contact for the RF current from the electrode
assembly 36 to flow through the patient P, where current is
dispersed in the dispersive electrode 20. In addition, the dis-
persive electrode 20 provides a reference voltage for the
electrosurgery system 10, including a reference voltage for
filters associated with the EP monitoring system 22 to reduce
the effects of the RF current on the quality of the EGM data.

To reduce the extent of heating in the dispersive electrode
20, the total surface area of the conductor in the dispersive
electrode 20 in contact with the patient P is large. This allows
the current in the dispersive electrode 20 to be dissipated over
a larger region (i.e., around the entire waist of the patient P),
thereby decreasing the maximum temperature of the disper-
sive electrode 20 during an electrosurgery procedure.

In addition, the current density in the dispersive electrodes
is greatest at the edge of the dispersive electrodes closest to
the electrode assembly 36 (i.e., the proximal edge 70), due to
the edge effect. To reduce the magnitude of the current den-
sity at the proximal edge 70, the length of the proximal edge
70 of the dispersive electrode 20 extends around the patient P
to provide a longer, electrically equivalent region over which
to distribute energy and heat substantially evenly.

The distance D from the electrode assembly 36 to the
proximal edge 70 of the dispersive electrode 20 also has an
effect on the current density in the dispersive electrode 20. In
some embodiments, the proximal edge 70 is at least about 10
cm from the electrode assembly 36. The edge effect may be
enhanced when the distal edge 72 is significantly further from
the proximal edge. The width should be chosen such that the
maximum current density is barely dominated by the edge
effect, where the current density is not significantly reduced
via larger electrode width.

Another factor in the distribution of the current density in
the dispersive electrode is the geometry of the electrode. For
example, sharp angles and corners may result in an increase in
current density in the area of the sharp angles or corners due
to the fringe effect. This is most likely to occur when the sharp
angles or corners are at the proximal edge of the dispersive
electrode, since this provides for varying distances between
the active electrodes and the side of the dispersive electrode
closest to the active electrodes (due to a combination of the
edge effect and fringe effect). This can result in concentrated
heating in the area of the sharp angles or corners. To prevent
this, the dispersive electrode 20 includes a continuous proxi-
mal edge with no sharp angles or corners to prevent high
current densities in the dispersive electrode 20.

A further factor that may result in excessive heating in the
dispersive electrode is improper or incomplete coupling of
the dispersive electrode to the patient P. For example, if the
dispersive electrode is not properly adhered to the patient, or
physiological characteristics of the patient P (e.g., hair, skin
oil, sweat) prevent the dispersive electrode from remaining
properly adhered to the patient, excessive heating at the por-
tions of the dispersive electrode coupled to the patient may
occur. To assure consistent contact with the patient P through
the electrosurgery procedure, in some embodiments, the dis-
persive electrode 20 is mechanically secured to the patient P.
In other embodiments, the dispersive electrode 20 is chemi-
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cally secured to itself when wrapped around the patient’s
waist W, but not chemically secured to the patient P.

FIG. 2A is a plan view of an embodiment of the dispersive
electrode 20 in a disengaged configuration (i.e., prior to wrap-
ping around the waist W of the patient P), and FIG. 2B is a
plan view of the dispersive electrode 20 in an engaged con-
figuration (i.e., after securing the dispersive electrode 20
around the patient’s waist W). The dispersive electrode 20
includes a conductive element 80, a non-conductive support
element 82, a securing mechanism 84, and a power control
interface 86. The conductive element 80 is supported and
carried by the support element 82. For example, the conduc-
tive element 80 may be chemically or mechanically secured
to the support element 82. The power control interface 86
provides a conductive interface between the conductive ele-
ment 80 and the conductor 62, which connects to the power
control system 16.

In some embodiments, the conductive element 80 com-
prises a continuous sheet of conductive material. The conduc-
tive material is malleable to allow the dispersive electrode 20
to be wrapped around the patient P while maintaining the
integrity and shape of the conductive element 80. In some
embodiments, the conductive material comprises copper, sil-
ver, silver chloride, gold, aluminum, platinum, or any alloys
thereof. In other embodiments, the conductive material com-
prises a conductive nanomaterial. While the dispersive elec-
trode 20 is illustrated with a single conductive element 80,
other embodiments of the dispersive electrode 20 may
include two or more conductive elements.

The conductive element 90 includes a first end 90 and a
second end 92. A proximal side or edge 94 and a distal side or
edge 96 extend between the first end 90 and second end 92.
The first and second ends 90, 92, and first and second sides 94,
96 define a first surface 97 and a second surface opposite the
first surface 97 of the conductive element 80. To reduce cur-
rent density variations along the proximal side 94 during an
electrosurgery procedure, the proximal side 94 is substan-
tially straight (i.e., does not include substantial contour varia-
tions, angles, or corners).

The conductive element 80 has a width w,_ that extends
between the first and second sides 94, 96, and a length that
extends between the first and second ends 90, 92. In some
embodiments, the length of the conductive element is at least
about ten times the width w_. In other embodiments, the
length of the conductive element is at least about 20 times the
width w,.. In some embodiments, the width w_ is between
about 0.5 cm and 5.0 cm. While the conductive element 80 is
shown having a rectangular shape in the disengaged configu-
ration, other shapes and contours are also possible (e.g., oval).

The support element 82 is coupled to a second surface of
the conductive element 80 opposite the first surface of the
conductive element 80 shown in FIG. 2A. The support ele-
ment 82 may completely or partially cover the second surface.
In some embodiments, the support element 82 is comprised of
a flexible material that can be easily decontaminated with the
conductive element 80 and conductor 62, allowing for reuse
of the dispersive electrode 20. In some embodiments, the
support element 82 is comprised of a synthetic polymer.
Alternatively, the support material 82 may be comprised of a
disposable medical material in single-use embodiments of the
dispersive electrode 20. The support material 82 may be
configured to prevent inadvertent electrical contact to the
outside of the belt, thereby preventing an alternate RF energy
pathways.

The securing mechanism 84 is formed or provided on the
support element 82 and facilitates securing of the dispersive
electrode 20 to the patient P. Particularly, when the dispersive
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electrode 20 is wrapped around the patient, the securing
mechanism 84 releasably couples the end regions (i.e., the
regions proximate the ends 90 and 92) of the dispersive elec-
trode 20 to each other. For example, in the embodiment shown
in FIG. 2B, when the end regions of the support element 82
overlap, the securing mechanism 84 holds the overlapping
portions 98 of the support element together, thereby securing
the conductive element 80 against the patient P. In some
embodiments, the securing mechanism 84 comprises a hook
and loop assembly, which is configured to couple with a
mating hook and loop assembly on the opposite side of the
support element 82 when the dispersive electrode 20 is
secured to the patient P. In other embodiments, the securing
mechanism 84 comprises a buckle or other mechanical fas-
tener. In further embodiments, particularly in single-use
implementations, the securing mechanism 84 comprises an
adhesive material that couples to the opposite side of the
support element 82 when the dispersive electrode 20 is
secured to the patient P.

Various modifications and additions can be made to the
exemplary embodiments discussed without departing from
the scope of the present invention. For example, while the
embodiments described above refer to particular features, the
scope of this invention also includes embodiments having
different combinations of features and embodiments that do
not include all of the described features. Accordingly, the
scope of the present invention is intended to embrace all such
alternatives, modifications, and variations as fall within the
scope of the claims, together with all equivalents thereof.

We claim:

1. An electrosurgery system comprising:

a catheter including one or more active electrodes adapted
to be positioned adjacent biological tissue at an in vivo
treatment site in a patient and to deliver electrical energy
to the biological tissue; and

a dispersive electrode assembly including a conductive
element having a first end and a second end, the conduc-
tive element comprising a single continuous sheet of
conductive material, the dispersive electrode assembly
configured to completely surround a waist of the patient
such that, when the dispersive electrode assembly is
completely surrounding the waist of the patient, a first
surface of the conductive element wraps completely
around, and is in contact with, the waist and the first end
of the conductive element is adjacent the second end of
the conductive element;

wherein the dispersive electrode assembly comprises a
non-conductive structure, having a first end region and a
second end region, coupled to a second surface of the
conductive element to support the conductive element;
and

wherein the dispersive electrode assembly further com-
prises a fastening mechanism, provided on the non-con-
ductive structure, to secure the dispersive electrode
assembly around the waist, wherein, when the dispersive
electrode assembly is completely surrounding the waist
of the patient, the end regions of the non-conductive
structure overlap, and the fastening mechanism holds
the overlapping end regions together.

2. The electrosurgery system of claim 1, wherein the con-
ductive element comprises first and second sides extending
between the first end and second end, and wherein the first
side is more proximate the one or more active electrodes than
the second side.

3. The electrosurgery system of claim 2, wherein a distance
between the one or more active electrodes and the first side of
the dispersive electrode assembly is at least 10 cm.
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4. The electrosurgery system of claim 2, wherein a width of
the conductive element between the first and second sides is
between 0.5 cm and 5.0 cm.

5. The electrosurgery system of claim 4, wherein a length
of the conductive element extends between the first and sec-
ond sides, and wherein the length of the conductive element is
at least ten times greater than the width of the conductive
element.

6. The electrosurgery system of claim 1, wherein the fas-
tening mechanism comprises a hook and loop fastener.

7. A dispersive electrode assembly for use in an electrosur-
gery system, the dispersive electrode comprising:

a conductive element having a first end and a second end,
wherein the conductive element comprises a single con-
tinuous sheet of conductive material and is configured to
completely surround a waist of a patient such that, when
the conductive element is completely surrounding the
waist of the patient, a first surface of the conductive
element is in contact with the waist and the first end of
the conductive element is adjacent the second end of the
conductive element;

a non-conductive structure, having a first end region and a
second end region, coupled to a second surface of the
conductive element to support the conductive element
and secure the conductive element to the waist; and

a fastening mechanism, provided on the non-conductive
structure, to secure the conductive element around the
waist, wherein, when the conductive element is com-
pletely surrounding the waist of the patient, the end
regions of the non-conductive structure overlap, and the
fastening mechanism holds the overlapping end regions
together.

8. The dispersive electrode assembly of claim 7, wherein
the conductive element comprises first and second sides
extending between the first end and second end.

9. The dispersive electrode assembly of claim 7, wherein a
width of the conductive element between the first and second
sides is between 0.5 cm and 5.0 cm.

10. The dispersive electrode assembly of claim 7, wherein
the fastening mechanism comprises a hook and loop fastener.

11. The dispersive electrode assembly of claim 7, wherein
the conductive element comprises a malleable material
selected from the group consisting of aluminum copper, sil-
ver, silver chloride, gold, and alloys thereof.

12. An electrosurgery system comprising:

an energy source;
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a catheter electrically connectable to the energy source, the
catheter including one or more active electrodes adapted
to be positioned adjacent biological tissue at an in vivo
treatment site in a patient and to deliver electrical energy
from the energy source to the biological tissue; and

a dispersive electrode assembly including a conductive
element having a first end and a second end, the conduc-
tive element comprising a single continuous sheet of
conductive material and connectable to the energy
source as a dispersive electrode, wherein the dispersive
electrode assembly is configured to completely sur-
round a waist of the patient such that, when the disper-
sive electrode assembly is completely surrounding the
waist of the patient, a first surface of the conductive
element wraps completely around, and is in contact
with, the waist and the first end of the conductive ele-
ment is adjacent the second end of the conductive ele-
ment;

wherein the dispersive electrode assembly comprises a
non-conductive structure, having a first end region and a
second end region, coupled to a second surface of the
conductive element to support the conductive element;
and

wherein the dispersive electrode assembly further com-
prises a fastening mechanism, provided on the non-con-
ductive structure, to secure the dispersive electrode
assembly around the waist, wherein, when the dispersive
electrode assembly is completely surrounding the waist
of the patient, the end regions of the non-conductive
structure overlap, and the fastening mechanism holds
the overlapping end regions together.

13. The electrosurgery system of claim 12, wherein the
conductive element comprises first and second sides extend-
ing between the first end and second end, and wherein the first
side is more proximate the one or more active electrodes than
the second side.

14. The electrosurgery system of claim 13, wherein a width
of the conductive element between the first and second sides
is between 0.5 cm and 5.0 cm.

15. The electrosurgery system of claim 14, wherein a
length of the conductive element extends between the first
and second sides, and wherein the length of the conductive
element is at least ten times greater than the width of the
conductive element.



